Fractures in polyvinyl chloride tracheostomy tubes.
Fracture in polyvinyl chloride tracheostomy tubes in infants and children has not previously been described. On the basis of two events in the same infant a theory for the pathogenesis is outlined, and measures to prevent future cases are described.